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SUMMARY

The purpose of this contract was to determine
the temporal stability of four mirror materials relative
to Homosil to within 5 parts in 108 or 50 ppb. Routine
metrology is a part, or so, in 106, while aggréssive
metrology 1s good to a few parts in 107. Clearly this

called for an order of magnitude improvement.

To date this contract goal has not been attained.
Despite the fact that this is a "final" report, the effort

at NBS continues.

Two important components were required for this
study. One was an object to measure, and the second was
an instrument capable of measuring it to the required

precision,

All other stability measurements have involved
wringing or contacting "films" and reflective or multiple
dielectric coatings. The physical and optical instability
of such coatings and films may be large compared to the
10-15 Angstrom precision required. We asserted that our
measurement objects would be free of these uncertainties.
We also required that the polished (gauging) surfaces of
the object be facing the same direction to minimize

problems of phase angle upon reflection.

Fortunately, these requirements were satisfied
by a monolithic etalon, described later, which had its
two gauging surfaces optically polished, flat and parallel.
The 26 etalons were produced by the Optical shop at the

University of Arizona in Tucson,and it was an impressive



effort on a difficult task.

The other component for this study was the
measuring device. This responsibility fell on the
metrology experts in the Dimensional Technology depart-

ment at the National Bureau of Standards.

The report which follows is an excellent
account of the development of the polarizing inter-
ferometer. It was authored by Dr. Robert J. Hochen
and contains the work of many others who contributed
to the effort. Near the end of the report are listed
the improvements, changes and additions which NBS
thinks would allow the interferometer to make length
determinations to the required precision. Hopefully,

ways and means will be found to accomplish this.



NBS Research Associate Program in Ultra-High
Precision Metrology on Behalf of the Corning Glass Works
Corning, N. Y.

RobertJ}'Hochen*

I. Introduction

" In 1972 the NBS agreed to supervise and administer a Research Associate
program in ultra-high precision metrology on behalf of the Corning Glass
Works. The objectives of this program were (a) "to develop techniques
which will enable consistent dimensional measurements to an accuracy of
5 parts in 10%; and (b) to validate these techniques by applying them for
a statlstlcally 31gn1f1cant period of time to materials of known long term
dimensional stability". “* As of the date of this report, neither of these
objectives has been completely realized, though much has been learned in
the attempt. The purpose of this report is to document our efforts so
that future workers might profit from our experience.

II. The Experimental Philosophy

Early in this study it was decided that due to budget restrictions
absolute length measurements at the part in 108 level would not be attempted
at NBS. Our approach was instead to compare very similar artifacts (a tra-
ditional metrologic approach) in a normal laboratory atmosphere. We hoped
in this way to develop techniques better suited for future "routine" metrol-
ogy and by the use of statistical intercomparison of objects obviate the need
for long term interferometer stability.

'This approach has much to recommend it. If the objects compared are
sufficiently similar all linear correction terms in the length determina-
tions will cancel out in the differences. This includes the normally ap-
plied refractive index corrections as well as interferometer and detector
instabilities. Furthermore, statistical tests performed on the difference
between two '"masters'" which are included in the measurement algorithm en-
able the experimenter to monitor process control.[2] Throughout this study
artifacts were therefore compared using this so-called "four-onme" series
algorithm,

III. The Samples

Twenty-six (26) artifacts for use in this study were prepared for NBS
by the University of Arizona optical shop, in the geometry shown in Fig-
ure 1. This geometry was chosen to (a) eliminate a wringing film by
making the platen an integral part of the artifact and (b) to cancel out,
in the length measurement, the unknown phase shifts at the reflecting sur-
faces.

o

'rMechanlcs Division, Institute for Basic Standards, Natlonal Bureau of
Standards, Washington, D. C. 20234

*%Figures enclosed in brackets refer to listings under Bibliography at the

end of this report



Figure 1: Artifacts for Dimensional Stability Program
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These artifacts are identified by a letter-number-letter code. The
first letter of the code identifies the material, the number identifies
its position in the original block of glass and the last letter indicates
whether it came from the top (T) or bottom (B) of the block. An asterisk
added at the end of the code meant that the artifact was constructed of
two pieces, optically contacted. In Table 1 we list the first letter of
the code, the material so designated, and fhe thermal expansion coeffi-
cients as supplied by Corning Glass Works. 3]

Each of the artifacts was checked for parallelism and flatness of the
gauging faces. The results of these measurements, performed at NBS and
analyzed by Ben Justice at Corning Glass Works (CGW) are given in Table 2.
All artifacts used in this study met the design specifications for flatness
and parallelism (parallel to A/5 per inch, surfaces flat to A/10, see Fig. 1).

Except for the last run (AB), all measurements were performed on samples
as received from Corning without additional cleaning. The four (4) artifacts
measured in the final run (AB) were cleaned following the procedure described
in the section on the results of that xrun. The artifacts were stored, ex-
cept when being measured, in bell jars supplied by CGW. No attempt was made
to control the atmosphere in these containers, since studies at CGW have shown
that the surfaces ‘''of $10,-TiO0, glasses should be particularlz inert to 'lab-
oratory air' exposure once the 'carbonate' layer is formed". [%]

IV. Mechanical Construction

For all measurements the artifacts were mounted on positioning plates
the purpose of which was to insure accurate repositioning of the artifact
in the interferometer housing. The goal was to obtain angular repositioning
to +1 sec. and translational repositioning to +.001l inch. A schematic of
one of these plates is shown in Figure 2 (a) with, and (b) without an arti-
fact in position. The three grooves in the artifact set on three balls lo-
cated on the set screws in the plate. The artifact is held down by the
spring clamps shown in Figure 2b. The flat~groove-cone construction on the
plate set against a tripod of balls rigidly attached to the interferometer
casing. The flat-groove-cone part of this system worked well, but, for
reasons not yet fully understood, the spring clamps, grooves, and balls of
the artifact mounting proved unreliable. It is postulated that this was
due to breakage of minute pieces of glass in the ground glass grooves. In
any case, in order to meet the repositioning specifications, the artifacts
were positioned as in the figure, the set screws were adjusted so that the
surfaces were perpendicular to the interferometer axis and then the arti-
fact was epoxied to the plate. The artifacts were measured in this mounting
configuration for all runs except the last (AB).

For the last run, involving only three of the original 26 artifacts,
the mounting was altered slightly. These artifacts were rotated so that




First Letter

Table 1

of Code Material
c Cervit 101
H Homosil
S Silica, Corning Code 7940
T Titanium Silicate, Corning
Code 7971
Z Zerodur

Nominal Linear
Expansion Coefficient
PEM/°C

-0.034
+0.492
+0.475
~0.035

~-0.037




Table 2. Artifact Geometry

Artifact Parallelism(a) Flatness(b)
c3T .01 F
C4T - .03 G
C5T “ .01 F
C6T .01 F
C7B* .02 VG
7T .01 VG
Z3T .015 G
Z4T .03 G
Z5T - .03 F
Z6T .006 F
Z7T 0 G
Z6B* .01 VG
S7B .04 P
S7T .02 F
S8T .005 P
S9T .04 F
S11T .01 F
S11B% .05 VG
T3B .04 |

T5B .05

TS5T .03

TST .09

TIB* .03 VG
TIT - .005

H1 .02 G
H2 .016 G

(a)

‘Parallelism here is the average fractional fringe spacing difference

between top and bottom surfaces of the artifact.

(b)

Estimated flatness of the center bottom, Poor, Fair, Good and Very Good.
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the three balls on the plate were no longer in the grooves, but rested on
the relatively smooth bottom surface. Initially one of the balls, the one
nearest to the groove, was epoxied to the artifact. The artifact was then
adjusted as before. After adjustment all three balls were then epoxied to
the plate (but not to the artifact) to prevent translation and rotation of
the balls. These artifacts were therefore held on their tripod mount by a
- combination of a point contact epoxy joint on one ball and the retaining
strength of the spring clamps. The artifacts thus mounted also met the
design specifications for repositioning accuracy. This mount was adopted
in an attempt to mechanically decouple the artifact from the plate and
reduce thermal stresses.

In operation, four (4) artifacts were stored on a carousel under the
interferometer housing. A mechanical device allowed the operator to re-~
motely position any of the four (4) artifacts on the measurement tripod
under the interferometer. This device worked well throughout the experi-
ment. Drawings of it are available upon request.

V. The Interferometers

Two interferometers of different geometry were used in this investi-
gation. Both used the same encoding scheme, whereby the phase difference
between interfering beams is converted into a polarization angle. Conceptu-
ally this process is simple. Two equal amplitude coherent plane waves, left
and right circularly polarized respectively, are summed. The angle of
polarization of the resulting linearly polarized beam is then proportional
to the phase difference between the input beams. In practice the execution
of this plan is more complicated, and errors due to imperfections in the
optical system can show up in the encoding process. In this section we will
describe the geometries of the two interferometers used (so-called "Dyson"
and "Hartman-Bennet" interferometers), deferring the discussion of the
encoding process to a later section.

(a) The "Dyson" Type Interferometer

The first interferometer used at NBS on fgis investigation was patterned
after an instrument first introduced by Dyson . The NBS instrument was con-
structed by J. Lazar and A. Hartman. A diagram of this interferometer is
shown in Figure 3. The input beam is split into orthogonal polarizations by
the compensated Wollaston prism (W). The two polarization states emerge from
the prism at different angles. These beams are focused by the cored lens (L)
onto the artifact surfaces (A, A'). The reflected beams return through the
lens to the silvered portion of the Wollaston (W) passing through a quarter
wave plate on the way. The beams are reflected off the Wollaston back through
the quarter wave plate. The interior beam travels its original path in re-
verse, while the exterior beam traverses a path which is the mirror image of
its input path. Since the polarizations of the beams have been reversed due




Figure 3: Dyson Type Interferometer

Linearly polarized
input

Elliptically polarized
~ output

Mirror : _‘i & Wollaston (W)
> : .

A4 plate

A!

10

Artifact




to double passage through the quarter wave plate, they are recombined by the
Wollaston and exit the interferometer. With proper alignment they may be

made colinear and coincident. Another quarter wave plate (not shown) is used
to convert these linear orthogonal polarization states to left and right cir-
cular polarizations for analysis. Reports have been prepared on the design.and
behavior of this interferometer and one is included in this report as an ap-
pendix. This interferometer was found to be unsuitable for measurement on
uncoated artifacts due to difficulties with spurious reflections. For this
reason, and because of unexplained large jumps in apparent artifact length, a
new interferometer was constructed for use in this investigation.

(b) The "Hartman-Bennet" Interferometer

A schematic diagram of the Hartman-Bennet interferometer is given in
Figure 4. The instrument was designed and constructed by A. Hartman in
collaboration with S. H. Bennet and J. Lazar. The right two beams (3 and
4) are actually in a plane displaced from the plane of the drawing, with
(3) being directly behind (2) when the interferometer is viewed as in the
diagram. They are drawn in a plane for ease of explanation.

In this interferometer a plane wave of laser light polarized at 45°
to the vertical is incident on the first beam splitter (BS1l). The ¥ state
is reflected by the beam splitting surface and the P state transmitted.
The reflected § state (Beam 1) travels downward through the quarter wave
plate, is reflected off the artifact’'s surface and comes back up through
the quarter wave plate. Double passage through the quarter wave plate has
. rotated the plane of polarization 90° so this beam now passes through the
_beam splitter (BS 1) enters the cube corner and is redirected downwards
through BS 4. It is again reflected off the artifact's surface passing
twice through a quarter wave plate. Upon return to BS 4 it is in its
original polarization state and is therefore reflected by this beam splitter
and passes out of the interferometer. The P state which is transmitted by
the first beam splitter is converted to an § state by a half wave plate and
then follows a path similar to that of beam 1 but through beam splitters 2
and 3. After this second beam is reflected off beam splitter 3 it is recon-
verted to a P state by the second half wave plate and thus passes through beam
splitter 4 out of the interferometer. As in the Dyson, a separate quarter
wave plate (not shown) is used to convert to left and right circular polari-
zations before analysis.

VI. The Detector
The detector used in this‘experiment was similar in design to the azi-
muthal polarimeter of W. B. Olsen.[6] After passage through the final quarter

wave plate the light beam, nominally linearly polarized, was directed through
a Faraday cell consisting of an ADP crystal centered in a solenoid. This

.11
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solenoid consisted of copper wire wrapped on a bakelite core. The solenoid

was driven with a 200 hertz, 0.5 amp sine wave derived from the output refer-
ence of a lock-in amplifier. This cell produced a small modulation ('"dither")
of the polarization angle of the transmitted beam. The modulated beam then passed
through an analyzer, connected to a shaft encoder to sense its position, to a
photomultiplier. The ac output of the photomultiplier was returned to the lock-
.in amplifier through a narrow band filter-amplifier. A detailed analysis of

the electrical signal so obtained is given in reference 6 and 7. For our pur-
poses here it suffices to say that when the analyzer was allgned parallel or
perpendicular to the pldne of polarization of the wave, the in phase output
from lock-in goes through zero. This enabled us to set the analyzer on a
minima (orthogonal to the polarization plane) to a precision of +0.1 degrees.

A block diagram of this electro—optlc system is shown in Figure 5.

VII. Polarization Encoding of Phase Informatiom

The qualitative description of the phase encoding scheme given earlier
in this report fails to take into account the nonideality of any optical system.-
It is, however, these small deviations from ideality which limit the accuracy
of interferometers. In this section we will discuss those deviations from
ideality we have so far considered and quantify their effects on measurement
accuracy. To make the discussion more concrete we present it in reference to
a model interferometer in the Michelson configuration (Figure 6). This is
about equivalent to one-half (1/2) of the Hartman-Bemnet. Rather arbitrarily
we divide this model system into three functional blocks: (1) the light source,
(2) the interferometer proper and (3) the detector.

‘Ideally this interferometer operates as follows: A plane wave of fixed
frequency w is emitted  from the laser polarized at 45° with respect to the
vertical and is incident upon the polarizing beam splitter. Here the beam is
split in two equal amplitude waves, | in orthogonal polarization states. The 3
state proceeds upon path 1 and the p along path 2. Both beams pass through a
quarter wave plate, are reflected off a mirror and return to the beam splitter
with their polarization states reversed. Beam 1 is therefore transmitted and
beam 2 reflected. They emerge from the interferometer colinear and coincident
and enter the detector assembly. The metal mlrror M3 simply steers the beam to
the quarter wave plate (13) where these 8§ and p states are converted to left
and right circular polarization states. These two states add to yield a wave
linearly polarized at an angle dependent upon their relative phase. The Faraday
cell-analyzer-photomultiplier assembly operates to detect this angle as described
in the detector section of this report.

The above description contains many implicit assumptions. For the source
we have examined two of these; the effects of laser frequency changes and the
effects of finite beam divergence. For the 1nterferometer we only consider here
those effects due to imperfect separation of D and 3 states by the heam splitter
as the geometric effects are interferometer dependent and are discussed in

13
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the appendices. In the detector assembly we have looked at the effects due to
the metal mirror (Mj), misalignment of the quarter wave plate (A3) and imperfect
quarter wave plate construction.

The effects of laser frequency on the measurement are trivial to calculate.
I_f.L1 # L2 by an amount AL then the phase difference between the two beams is
just , _ o

Here AL is the total path length difference between the two beams (k=w/c). If

we wish to measure AL to a part in 108 we must know k to a part in 10° (and in-

cidentally n, the refractive index along the unmatched path). In this in-
vestigation we compared artifacts of very nearly equal length so that L is

- effectively a few wavelengths at most (when we take differences) so changes

-in k (k = w/c) and n are insignificant. Even so, we used a Lamb dip stabilized
laser (1/10°) to avoid this problem.

Phase errors due to beam divergence are also important only if L. # L,,
which is the case in many practical measurement situations. The beam divefgence
is most easily considered by imagining the beam to be a small portion of a
spherical wave front from a very distant source. Let the source be at distance
L' from the interferometer assembly (typically o is 3 milliradians for a laser
beam and the beam diameter is about 2 mm making L' = 103 mm). Now let us suppose
* that the beam continues to diverge at this rate and the paths of the interfer-
ometer are unmatched. Then the curvature (phase profile) of the interfering
wavefronts will be different at the detector and a circular "bull's eye' type
pattern, rather than a single uniform spot, will be seen. The averaging of
the detector over such a pattern will depend stirongly on edge effects and is
difficult to predict.

For a specific idealized example these errors may, however, be estimated.
Figure 7 is a schematic drawing of one such simple case. Two wavefronts arrive
at the detector surface from virtual point sources AL apart. The phase of 1,
relative to its phase on axis is just

r1

¢, = (ga‘s-e—l—)k -k, . (2a)
and
T2
¢2 B (cos 62>k - er' (2b)

Here the medium is assumed to have refractive index one (1). Letting x represent
the off axis distance, radially, the phase difference reduces to
9 .
- = kx _AL
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where small angle approximations have been used throughout. If we take X equal
to a typical beam radius (.1 cm), k = 10° cmfl, L = 100 ecm and AL = 10 cm we
find that A$ = .5 radians from the center to the edge of the pattern. In this

case an operator would "see" only a single fringe but the phase across this fringe
would not be constant.

If this. fringe were analyzed with .a crossed polarizer the minimum. current
would not occur when the polarizer axis was 90° with respect to the T vector at
the pattern center. The output current of the detector will then be given by

R ‘
2 )
i« -E-f cosz(e - AQSElD xdx, (4)
R 0 ' *
where R is the radius of the total pattern. Writing —$£--~ ax (see eq-
uation 3) the above becomes :
R
i «~—%~f cosz(e - uxz) %xdx, _ (5)
R 0 . '

which reduces to 1 cc_cos2 0 when a » 0. After integration equation (5) becomes
1 i ~ ~ ‘
« 511+ CBBeos2o - &1, (®

where B = aRz. This result also reduces fo cosze'when 8 =+ 0.

For B < 7/2 {the only case we w1ll consider here} the minima will occur
when cos (20 -B) =

6 - 8/2 = /2. | . D
KAL R> k2 AL

since B = 74—, = o
4L.(L + AL) 4 AL

It can be seen that the position of the polarizer in order to obtain a minima
depends upon the path length difference in a way one might expect intuitively.
B/2 is just the polarization at the radius (r = R/V2) where the area inside

is equal to the area outside, that is, the "average'" polarization of the pat-
tern. In this case above the minimum photo current will be about 2% of the
maximum. From the above we conclude that wavefront mismatch will have little
effect on results obtained with either the Dyson or Hartman-Bennet interfer-
ometers since AL is fixed in these systems. In systems where AL changes the
effect can be large, though, amounting to about 8 mA/cm with a typical uncol-
limated He-Ne laser and perhaps be much worse as B exceeded 7/2.

When we consider the effects of the efficiency of the polarizing beam
splitter another interesting error emerges. It is possible, if the beam

18




splitter is poor, for some of the p state to follow the path intended for

the ¥ state and vice-versa. We call this phenomena beam mixing. The result

will be that the nominally p state leaving the 1nterferometer will be the sum
of two waves of dlfferent phase, one with the intended p state phase, and one

with the intended ¥ state phase. That is

.ES ,esepE,oe "+ (1 e ep)Eoe _ , (8)

and

m .
1

€ € E e1¢p + (1 ~€)( ~-¢c )E eltss
spo P s’ o

where the e£'s are the efficiencies of the beam splitting process. The
presence of this effect is easily detected and analyzed. Since the part
of the ¥ beam on the 3 path will remain in phase with it, the result will
simply be to rotate the plane of polarization of the ¥ state slightly and
vice-versa. One then simply measures the polarization angle difference
between the two beams at the output of the beam splitter. If beam mixing
is occurring this angle will not be 90°.

The analysis of this effect may be v1suallzed as in Figure 8. TFor
gpmerlcal simplicity we set the 'true' P state orthogonal to the nominal
s state. The angle a specifies the nonorthogonality of the two real out-
put polarizations. Call the field in the x direction Ex' It is

E =E el(bS + E sin a e1¢p
x s P

and the field in the y direction is

1¢p

E =E cosae
-y P

The x field may be easily summed yielding

E = Eelw where
X

sin ¢S + sin o sin ¢

¥ = tan [cos ¢ + sin o cos ¢ 1; )
. s P
and if E = E = E , then
P s o

E=E (1 + sin a)l/z o Eo for small a.

19




Figure 8: Polarization vectors in a system with
beam mixing
E sin o
A Nominal ‘p' state, path 2

Component of
nominal 'p'
orthogonal
to nominal s.
Ep cos o

— Nominal 's' state,
path 1
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We may arbitrarily choose ¢p = 0 which makes

sin ¢
P = tan [ S

~]. ' (10)

cos ¢S + sin a

-We assume out detector senses the phase difference between the x and y com-
ponents of the electric field and therefore measures y, which except when a = 0,
is not equal to ¢g, the quantity we want to measure. Plotted in Figure 9 is
an error curve with a = 3° (.05 radians) a typical nonorthogonality observed
for artifact H1 in the Hartman-Bennet interferometer. Plotted is the dif~
ference ¥y - ¢S versus ¢g5. As may be seen the error depends on ¢4 (which in
our setup was in turn changing due to pressure and temperature fluctuations)
in a nonlinear fashlon, and when ¢ differences are taken between artifacts
with different ¢'s, errors can have any magnltude up to twice the extrema of
the curve and of either sign.

After the beans leave the interferometer they are incident on the plane
metal mirror at angle 65. € and 3 are now orthogonal The simplest case is
when P is in the plane of incidence ( |) and 3 is perpendicular (l) to the
plane of incidence. See Figure 10a. In that case they are merely phase
shifted a different amount[8] with

o 2vnl cos 91 .
- ; S . o
A¢s T2 2 2 2 (11)
. v +u - nl 1

2k 1u - (1 -k 2)v

. Ap_.= 2n.n 2 cos .| — - %_ " s . (12)

24(1 - kzz) c052 91 -n 2(v2 - uz)

=]
il

1 refractive index of air

B
i

2 refractive index of metal

=
i

9 = (A/4r) Xy where Xy is the adsorbtion coefficient of the metal.

The quantities u and v are defined by nonlinear equations with

2 2 2,0 2. 2 .2
u’ - v" =n, - k2 ) ny sin 61, (13a)

vu = n, k,”. (13b)

21
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Figure 10a: Reflection from a metal surface. p in plane of incidence.

n - normal to surface

Input
beam

Metal Mirror

Figure 10b: Reflection from metal surface. _3 not in plane of

incidence. .
i = normal to surface

Plane of incidence

Input

'beam‘é |
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Both phase changes are strongly dependent on the metal's properties,
the refractive index of the air, and the angle of incidence. Since metal
mirrors are known to oxidize, one must expect that for long-term absolute
measurements, surfaces of this type should be avoided so that AP - Ad

will be independent of time. For difference measurements the simple egfect
outlined above should cancel out except for minute changes in 0 between
artifacts.

Now let us rotate the mirror slightly so that p is no longer parallel
to the plane of incidence. (% will now no longer be perpendicular to this
plane either.) This likely approximates a real experimental situation,
51nce perfect mirror alignment would be fortuitous indeed. Now both p and

8 have components |[ and | to the plane of incidence and both waves are
reflected with elliptical polarization. In the case of the p state the
major axis of this polarlzatlon will be ‘| to the plane of incidence; the

major axis of the § state will be l} Let y be the angle that these states
make with the plane of incidence, where y is assumed to be fairly small

(7° or less) so the ellipticity of the resultlng light w111 not be visually
apparent (Figure 10b).

Let us call the two phase shifts ¢I and ¢; and switch to the reference
system defined by the mirror. Then the Lesulti flelds are

El' = Ep cos ¥ el(¢ + ¢H) + E sin Y e1(¢ + ¢|])

and ' ‘ A (14)
B 10, + 8] 18, + ¢))

E, =E cosvy e - E .sin e
l_ s Y P Y

We can only assume that our detector again analyzes the phase difference
between the two perpendicularly polarized waves (Ey;, and E;). That is, a
metal mirror in the system might produce "beam mlxiAg suc*-as discussed
in the preceding paragraphs since a simple rotation will not unmix the
terms in 14. If Ep = ES = E then

E|| = £ etY||, with

81n(¢ + ¢¢) + sin vy sin(¢ + ¢ Y]
-1 1 L
¢|l = tan cos(¢ + ¢||) + sin v cos(¢ + ¢lIZJ

and gL = E ei?L, where . (15)

-1 sin(¢s + ¢l? - sin-y sin(¢p + ¢l?
?l_= tan cos(s_ + ¢l? ~"sin y’cos(¢p F ¢l? ’
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We will not carry this analysis any further numerically, but content our-—
selves with the comment that at the 1/100 fringe level such "beam mixing"
terms are highly undesirable as evidenced in Figure 9. In both the "Dyson"
and "Hartman-Bennet” interferometers two aluminum coated mirrors (exact
orientation unknown) were used to steer the interfering beams into the
quarter wave plate - polarization detector assembly on all runs except AB.
It would appear from the above that this seemingly innocent design feature
adds a complication that would be best eliminated.

We now will examine the efficacy of the polarization—phase detector
when the quarter wave plate is perfect, but imperfectly aligned. 1In Fig-
ure 11 we depict this situation, where the axes of the quarter wave plate
are the x and y axes. We use & to denote the angle out of alignment. The
output fields from beams 1 and 2 are then
-3

E1 Al cos(r/4 - €) cos wtvi + Al sin(n/4 - €) cos(wt - w/2) j, (16a)

%2 A2 cos(n/4 + €) cos (wt + ¢) 1 - A2 sin(n/4 + €) cos(wt + ¢ - w/2) 5, (16b)

where Al and A2 are the 1nc1dent amplltudes.

With A; # A2 and ¢ # 0 the resultant of these two fields Will not be
linearly polarized but rather elliptically polarized. This will cause no
detection problems as long as the major axes of the ellipse remain along
the axis determined in the ideal (Al 2, e = 0) limit.

~To test this we will assume € to be small (e < 5°), and the amplitude
ratio AZ/A = to be near unity. The fields, defined on the quarter wave
plate axes are then, except for constant amplitude factors,

Ex = (1L +¢€) cos wt + 8(1 ~ €) cos(uwt + ¢), : (172)
and.
Ey = (1L - €) sin wt - 8§(1 + €) sin(wt + ¢). (17b)

By replacing wt by © we can see that these equations describe an ellipti-~
cally shaped figure as a function of 6. The amplitude of this figure is

2 2 2

V2 62+ vh

1/2

R = ( + E )

d . . .
which will have extrema at 4R 0. Since R has no zeros in the domain of
interest this condition for extrema can be rephrased as
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Figure 11

quarter
wave plate
axes

s-state (Beam 2)

Fast axis

U4
o

p~-state (Beam 1)
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dx , _dy _
X 3o +y 30 = 0. ; | | (183)

After manipulation of the equation the condition may be expressed as

—4g cos 6 sin @ + 4&62 sin(0 + ¢) cos(6 +*¢) - 28(1 + 52) sin(20 + ¢) = 0 (19)

The roots of 19 can be readily seen to occur at 6 = ~¢/2 for ¢ = 0. If we
assume that perturbations of these roots due to finite ¢ are small, Equation 19
can be solved. Assuming that 6 = -$/2 + B 'yields
N (6 + 1) € sin ¢ . ,
B = 2 7
28(L + €7) - 2(8" - 1) & cos(9)

(20)

where we have neglected terms quadratic in B.

Equation 20 indicates that encoding errors due to final quarter wave
. plate misalignment are of the worst type imaginable. Not only do they de-~
pend upon the misalignment angle and the amplitude ratio but also upon the
input phase difference in a nonlinear way.

. If the detector quarter wave plate is fairly well aligned (e small) and -
§ is near 1, the error predicted by 20 closely resembles a sine wave of argu-
ment ¢ and amplitude e.

We now will assume that the quarter wave plate is perfectly aligned but
imperfectly constructed. That is the phase shift introduced is not -n/2 but
~t/2 + ¢ where € is small. If we let the amplitudes of the input states be
equal we find (using the notation of the previous discussion)

Ex « cos 0 + cos(9 + ¢)

(21)
Ey « sin(0 + ) - sin(® + & + ¢)
dE dE :
Solving equation Ex *55-+ E —E%-for its zeros we obtain:
efcos 20 - cos(20 + ¢) + cos(28 + 2¢)] ~ 2 sin (26 + ¢) =
where terms quadratic in £ have been omitted. For € = 0 the above gives
the zero at —$/2 .as expected. When €.# 0 we expect the perturbation on
the zeros to be small. Substituting 6 = -¢$/2 + B and solving to first
order in B8 yields _
: [2 cos ¢~
: (22)
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another small sinusoidal phase dependent error term. Even for the best

quarter wave plates currently manufactured € can be of the order of a few
degrees, which since ‘B'max = 3 €/4 means an error of nearly the same mag-
nitude in the observed phase. It should also be noted that € is also tem=~

perature dependent and therefore Equation 22 also introduces unwanted tempera-
ture coefficients.

It seems clear from the preceding discussion that at the level of 1/100
(about two degrees of phase shift) there are many barriers that prevent proper
functioning of even the most carefully constructed polarization interfer-
ometer. Mode matching (wavefront matching) will be a must if large errors
in the correct fringe fraction are to be avoided in absolute measurements.
More importantly even in difference measurements there are non vanishing,
phase dependent terms from 'beam mixing" (non-orthogonality of the output
polarization states), metal surface reflections in the wrong place, quarter
wave plate alignment, and quarter wave plate construction. The nature of
these errors are such that they only distort the output as a function of ¢
when interpolations between zeros are attempted. In other words fringe
counting with a polarization interferometer would be quite feasible and
distortions between zero crossings would be of the form of harmonics of quite
small amplitude. Obviously such distortions would be quite difficult, if
not impossible, to detect by observation of the detector output as a func-
tion of ¢.

_Some of the above errors could be readily removed now that they have
been recognized. Beam mixing is the most obvious of these. The detector
errors, on the other hand, appear more difficult to eliminate given present
quarter wave plate construction and conventional alignment procedures. The
methodology of detection will have to be carefully reconsidered in future
polarization interferometers.

It is perhaps fortunate that it was decided to conduct these measure-
ments in air rather than vacuum. Had they been performed in vacuum the
phase difference between interfering beams would have been nearly constant
for each artifact and phase dependent systematic errors probably not dis-
covered. The apparent precision of the measurement would have been much
improved and the real accuracy possibly never assessed.

VIII. The Data

After an initial testing period in which the mechanical and optical
elements of the system were studied it was decided to attempt dimensional
measurements even though some aspects of the system were not in control.
We report here the results from four runs labeled for reference purposes
runs T, U, AA and AB. The first three of these runs (T, U, and AA) are
comparable since they made measurements on the same artifacts in the same
system. Run AB was designed to test for, and possibly eliminate, the
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effects of thermal stresses and cleanliness and thus should be considered

a separate experiment, TFor this run the artifacts were mounted differently
and were thoroughly cleaned.

In Figure 12 we plot the length difference between the two artifacts
Hl and H2 which were included in all three runs (T, U, and AA) as a func-
tion of time. Except for the conversion to microinches this is raw data.
Shown on one of the points is the average uncertainty in each data point
obtained from process precision at the time of measurement. It was clear

from these results that the process was not in control, and further analysis
was necessary.

Since run AA was the best characterlzed most recent, and most tightly
grouped in Figure 12 we chose to study this data in detail and apply what
we learned to the other data, rather than attempt to analyze it all together.

Run AA, begun 6/15/75 and ended 7/29/75, consisted of 32 sets of mea-
surements of four artifacts. Only H2 and Hl were present throughout the
whole run. The other two artifacts in any measurement were selected from
the remaining 26, each group of two being measured at least four (4) times.
Since H1 and H2 were the best determined we concentrated our data analysis
attempts on the difference 612 (length of H1 -~ length of HZ)

ThlS d1fference was examlned for temperature, pressure, humldlty, and
temporal dependence. An anomously large temperature coefficient was found
in these data, but there was no statistically significant linear dependence
on pressure, humidity, or time. The temperature coefficient difference
(run AA) was found to be about 2.1 ppm/deg. C. When we use this value to
correct all data to 20 °C the difference 812 appears to be in better con-
trol. The corrected differences are plotted versus time in Figure 13, This
figure should be compared to Figure 12 where the uncorrected data are plotted.

The data from run AA were next analyzed for nonlinear terms due to beam
mixing as discussed in Section VII. Plotted in Figure 14 is the measured
phase difference A1 between artifacts H1 and H2 versus the phase of one,
wl’ after corrections for the known temperature coefficient,

The skewed parabola, characteristic of beam mixing errors (see Figure 9),
appears as expected since the output beams were nonorthogonal by approximately
4 degrees. These data were then fitted to an equation of the form:

stn(¢, ) 4. sine?

N

Al])i =

2 .
cas ¢il + sin €5 cos ¢i + sin €,
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where ¢i 1 2 wi
2 1 _ . 1
¢i = Cl - 2 wi + 02 ¢i + C2
_ X
T=13% T,/N.
i=1 i

Cy> CZ’ €1 and B were adjustable parameters. The fit gave a reduced chi-
squared, Xy = 1.36, with N = 30 points. The best fit parameters were:

B = -63.7 + 8 deg.(analyzer angle)/deg. C
€1 = 5.6 + 0.8 degrees
¢, = 0 + 4 degrees
and ’, C2 = 138.0 j;.s degrees (phase).

The X, 2 for the same data set was 2.97 before the "double tangent" beam
mlxing correction curve was added to the fit. The error in the phase dif-
ference (Cz) amounts to a length error of .009 uln , i.e. better than

1 part in 108 on the 1 inch artifacts.

-A'deviation plot from this fit, however, is still not normally dis-
tributed indicating residual errors. The source of these residuals could
easily be any one or all of the other unconftrolled variables discussed in
the previous sections.

It was also discovered in this run (AA) that the nonorthogonality of
the output polarization states was not independent of the artifact being
measured. Our inability to explain this effect, the inexplicable large
temperature coefficient, and the lack of knowledge of quarter wave plate
and mirror alignment precluded any more sophisticated analysis of these
data.

An attempt was made to analyze runs T and U in conjunction with AA
using the double tangent formula. Since no attempt had been made to keep
track of the phase on the older runs we estimated it from the pressure.
This attempt was unsuccessful possibly due to the phase estimate but more
likely due to the larger (unexplained) scatter on the older runs.

The presence of the anomously high temperature coefficient and the
beam mixing term in the length difference between our two "masters' (H1
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and H2) precludes any valid measurement of the other artifacts. There
are simply insufficient data to determine with any statistical signifi-

cance the relevant temperature coefficients and beam mixing terms in these
measurements.

In order to try to eliminate some of the problems discovered in rum AA,
a second run AB was begun on 11/6/75. Many details of this run differed sig-
nificantly from those in previous runs. Only four artifacts were measured.
This set included three artifacts from the previously measured group (H2, C4T,
and Z7T) along with a two inch quartz optical flat (F1) with a good long term
history. This flat was flat to A/10 and had been measured as long ago as
1967. It was included in the series to separate interferometer temperature
coefficients from artifact coefficients. These four artifacts were all
cleaned and mounted in the following manner. First they were immersed for
1/2 hour in an ultrasonic bath filled with near boiling water and a standard
lab detergent. They were then removed, rinsed in distilled water and blown
dry with water pumped super dry Nitrogen (99.5% Assay). They were then
immersed in near boiling distilled water, and again subjected to ultra-
gonic for 1/2 hour. They were dried as previously. For the final cleaning
they received a 1/2 hour ultrasonic bath in boiling ACS methanol. They
were quickly blown dry with Nitrogen and stored in laboratory air in a
sealed bell jar supplied by CGW. The bell jar had been rinsed in methanol
and blown dry with Nitrogen to remove residual oils and dust from 1t be~
fore storage .

- These . artifacts were then mounted on refinished mounting plates chosen
from those used previously. The mounting procedure was designed to mech-
anically decouple the artifacts from the plates and is described in the
latter part of Section IV.

These artifact-plate assemblies were then placed in the interferometer
and aligned so the gauging surfaces were perpendicular to the interferometers
" optic axis to within + 2 sec. During this process it was discovered that the
alignment‘ﬁfthe etalons in the previous runs-had been off several minutes
due to a computational error. A new alignment procedure which avoided these
computations was developed and utilized for the alignment in this run. The
final alignment was such that, due to the imperfection of the beam splitters,
reflections from the artifact faces returned down the bore of the Lamb-dip
stabilized laser, through an isolator, and coupled with the cavity oscil-
lations. It was thus impossible to lock the laser automatically on this run
and tuning to the Lamb dip was done manually before each measurement series.

The detector was also altered for this run, the metal mirrors were
removed, and the shaft encoder, which was susceptible to electrical noise,
was replaced with a precision wire wound pot, a D.C. power supply and digi-
tal voltmeter. This device was much more stable than the encoder enabling
us to track the phase reliably throughout the run. The exit beam from the




interferometer went straight to the quarter wave plate, then through the
Faraday cell and the analyzer to the photodetector. Attempts at better

quarter wave plate alignment were frustrated by wavefront mismatch (See
Section VII).

Initial measurements in this run showed that the output beam non-
orthogonality no longer depended upon the partlcular artifact but was '
constant at + 2.44 + .01 degrees independent of the artifact. This change

in behavior was due presumably to one or all of the above changes in pro-
cedure.

Run AB was begun on 11/6/75 and terminated 11/25/75. Since the main
purpose of this run was to check for temperature coefficients, the tempera-
ture was varied from 18 °C to 23 °C during the course of the run in a pseudo-
random fashion. The data from the flat were used to compute the path mis-—
match in the interferometer from the pressure coefficient at constant temp-
erature. This air path mismatch was .63 inches, the central path being
longer. With this knowledge the remaining data were corrected for air pres-—
sure and air temperature effects and the resulting data used to compute the
interferometer temperature coefficient. A linear least squares fit yielded
a coefficient of 198.8 degrees (phase)/deg. C for the interferometer alome.
This coefficient is much too large to come from any glass path mismatch or
refractive index inhomogenities. We suspect that it originated at the beam
splitter surfaces, which due to the performance degradation (also respons-
ible for the "beam mixing'") were operating in a very unstable portion of
their response curve. [In a region of rapid change in the real part of a
response function (transmission) the imaginary part (phase) is also rapidly
changing, a phenomena well known to electrical engineers. It is necessi-
tated by causality as expressed in the Kramers-Kronig relations.] We have
performed no calculations to verify this hypothesis. .

After the interferometer analysis the length differences between the
artifacts as a function of temperature were linearly least squares fit to
.a straight line. The resulting coefficients were in reasonable agreement
with the accepted values given in Table 1. The difference between the
Homosil (H2) and the Cervit (C4T) was .54 + .02 ppm/°C and the Cervit (C4T)
and the Zerodur (Z7T) yielded .03 + .02 ppm/°C. The large uncertainties
reflect the narrow temperature range covered and the presence of non-random
"beam mixing'" errors. No attempt was made to remove these errors from the
data set as the above results indicated that the anomously large temperature
coefficients had been removed by one or all of the above changes, which was
the purpose of this subsidiary experiment.
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Conclusions

The main result of this project was an increased understanding of the
polarization interferometer as an analytic and metrological tool. It seems
clear from the preceding that if great care is taken measurements at the
part in 10° or even 109 level will be possible with such instruments. To
~do this, however, will require construction of a new interferometer system
‘based on the knowledge we have galned in this experiment.

The requirements of such a system are varied. For reasons of clarity
we have outlined these requirements, as we currently conceive them, in Table 3.
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- Table 3.

I.

I_I..

III.

Outline of requirements for parts in 108 or lO9 polarization
interferometer.

Source

1)

2)

3

Source must be Lamb-dip stabilized or iodine adsorption stabilized
Helium~Neon laser for required frequency staHility.

Laser must be effectlvely isolated from 1nterferometer to prevent
feedback.

Laser source must be spatially filtered and collimated to remove
length dependent errors and allow for proper alignment. (Polari-

zation differences caused by wavefront mismatch mask elllpt1c1ty
effects.)

Mechanical Qonstructidn

1)

2)

Machinery for repositioning artifacts must be accurate and wear
resistant. The previous spec1f1cat10ns (+ 1 sec; + .001 inches)
seemed adequate but over-kill in this area would be highly de-

'sirable. The previous system did show measurable wear over a

year's period, primarily due to damage of the flat used on the
positioning plate.

In order to check the capability for absolute measurements and
insure cleanliness it would be highly desirable to perform the
measurements in a hard vacuum.

The Interferometer

1)

2)

3)

4)

5)

Highly efficient stable beam splitters must be used.

Air and glass paths must be matched carefully for absolute mea-
surements to be possible. :

The number and type of thin film interface reflections and trans-
missions should be matched. This, with (2), should result in an
interferometer with effectively zero (<107 7/deg.C) temperature
coefficient.

To avoid wavefront and polarization distortion the most homoge-
neous and least birefringent material available, perhaps fused

'silica, should be used throughout.

All retarders used in interferometer assembly should be of first
order optically contacted quartz. This will yield greater band-
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IV-

7)

8)

width, acceptance angle and temperature stability. This will also
insure a reasonable match with interferometer expansion coefficients.

Whenever possible optics should be optically contacted, or
coated to remove unwanted and confusing reflections.

Geometry must be such as to make measurements ingensitive to
angle to first order.

The Detector

1)

2)

4)

5)

The birefringent quarter wave plate must be removed from the system

since current state of the art precludes constructing these devices
to better than 17 (about a 1° phase shift error). In its place a
tunable Soleil-Babinet compensator or Fresnel Rhomb might be used.

The Faraday cell should be modified so that higher modualtion
levels and greater transmission aperature are available. This
will permit better noise rejection and allow a wider gauging area
to be investigated.

It would be desirable to develop a means of spatially filtering

the interferometer output before detection. This would allow the
analysis of selected spatial frequency and thereby improve signal

to noise and reduce wavefront matching requirements. This filtering
might be conveniently done holographically.

Detector must include provisions to insure correct alignment of the
retardation element used to produce circular polarization (see 1).

Analyzer must have a very high extinction ratio (<1O4) in order to
check detector alignment and operation.

38




Bibliography

Memorandum of Agreement between Corning Glass Works and NBS on a
Research Associate Program, CN-138 1972.

Cameron and Hailes, NBS Technical Note 844 (1974).

B. Justice, Report for NASA Contract NAS8-28662, January 10, 1975.

B. Justice, IARD Memo #74-320, September 10, 1974.

J. Dyson, Physica, Vol. 26, p532 (1958).

F. Green, Optical Instruments and. Techniques, 1969 (Conference Report)
Oriel Press, Newcastle Upon Tyne, England, pg. 187.

Wm. Bruée Olsen, Optical Eﬁgineering 12, 3, 102 (1973).

H. Wenking, Z. Instrumentenk 66, 1 (1958).

Born and Wolf, "Principles of Optics", 5th Edition, Pergamon Press,

- N. Y. (1975).

39




Appendix A

Beam Coincidence Errors of the Dyson

Double-Paas Interferometer
by ,
A. W. Hartman

Dysc:m(l »2 3)

has introduced an interferometer for the
:‘measurement of thln f11ms which is characterlzed by two matni
featnres: | H

(1)‘ insensitinity to small transiations and rotations
‘;’of the speeimen,n- | | .
‘ | (2) signalloutput 1n'the form of a polarlzatnon angle.
A dlagram of thls 1nterferometer is shown in Flgure 1.
Prqper functtoning‘of this insttument requires among other
' :things vthat the two eutoutbbeams'ate parellelvand’eoincident.

’:In practlcal instruments, this has often only partlally been

(%)

efaehlevedf
i:In:thts'note;'teem eoincidence_errers are calcniated‘

peraxially as a‘functicn of aiiel alignment and of ptism‘een-
struction; The‘numbets heve been taken from a prototype instrn-
ment in eperation at.the Optical Physics.Dinision of NBS.

The following parameters are studied: |

(a) ’specimen thickness

(b) quarter-wave plate thickness

(¢) distance of the beam-splitting point, and the reflecting
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sutface to the front focal plane of the lens
(d) dlstance of the specimen surface to the rear focal plane
(e) spherical aberatlon of the lens (1n terms of % focal power)
(£) modlflcatlon of the origlnal cube-shaped Wollaston prism,
‘ nithhe1ther one or the other polarized beam enterlng the interferom-
.eter normal to the prlsm,surface. |
The results of the calculations are in ‘terms of."angle error"
(-angle between output beams) and "spacing error (—dlstance be-Q
tween beam exit points, assumlng a very short polarizing prisno
-They have been plotted in Figures 2 and 3.
Several conclusions can be drawn:
(l) The beam—spllttlng point and reflector should be in
" the front focal plane, or optlcally symmetrlc on 0ppos1te 51des
:fof thls plane | h |
A (2) the 1nterferometer can be modlfled for measnrlno flnitev
step heights by spllttlng the lens as shown in Flgure 4. If only
. one step helght value is of interest (such as the thlckness of a
specific gage block) and this value is fairly small telatiVe to'
the focal length (15 - 207), the 1ens'can be of a cemented or even
monolithic construction. | |
(3) The Wollaston prism has generally an>appreciable beam

"summation" error, which can be made zero by slanting one of
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2

the prism faces. In the particular case of a calcite/calcite prism

with 14.2° cementing angle, the front face should be cut at a 20%
;fslant, as shown in Figure 3. It is largely immaterial whether ' 

f;one or the other polarized beam exits normal . to the prlsm.'

More elaborate calculatlons are in progress to arrive at a

: complete model for the double-pass Dyson 1nterferometer.,
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